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Materials & key features Flocare® PURSOFT range
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Never retract the guidewire during insertion.

Coughing may indicate passage of the tube into the trachea. If this is suspected, remove the
tube and reinsert it once the patient is comfortable.

If resistance is encountered, remove the tube. Notify physician.

Particular care should be taken if an endotracheal tube is in place, as it may tend to guide
the feeding tube into the trachea.
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Select the correct tube length. It is not allowed to alter or shorten the tube manually as the
cutting edge on the tube can cause serious injuries and alter performance of the device
outside of safe parameters.

Sedation may be useful in selected patient groups; extreme care must be used as all forms
of sedation have the potential to impair gag and/or swallow reflexes and increase the risk of
gastric tube misplacement.
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Den Fihrungsdraht wéhrend der Anlage niemals l6sen und herausziehen bzw.
Wiedereinflhren.

Husten kann ein Anzeichen daftir sein, dass die Sonde in der Luftrohre platziert wurde. Sollte
dieser Verdacht bestehen, entfernen Sie die Sonde vorsichtig und flihren Sie die Sonde

erneut ein, sofern der Patient dafir bereit ist.

Sollte der Patient die erneute Platzierung ablehnen, nur die Sonde entfernen und ggf. den
Arzt informieren.

Besondere Sorgfalt ist erforderlich, falls ein endotrachealer Tubus vorhanden ist, da dieser
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die Magensonde tendenziell in die Luftfrohre leiten kann.












